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IS.  ABSTRACT 


\he  input  to  the  external  trigger  circuit  of  an  oscilloscope 
is  normally  designed  to  accept  a  remotely  generated  trigger  signal 
via  coaxial  cable.  A  photodiode  was  installed  in  the  input  so  that 
it  accepts  an  optical  trigger  signal  via  a  fiber  optic  cable.  This 
inexpensive  conversion  is  useful  in  electromagnetic  interference 
(EMI)  studies,  where  hard  wire  cables  can  contaminate  shielded  en¬ 
vironments,  and  does  not  interfere  with  the  oscilloscope’s  other 
triggering  capabilities.  The  original  input  can  be  restored  at  any 
time,  in  the  field  or  in  the  laboratory. 
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1.  INTRODUCTION 

One  of  the  most  frequently  used  instruments  in  electromagnetic  in- 
terference  (EMI)  studies  is  the  oscilloscope.  Great  emphasis  is  di¬ 
rected  toward  minimizing  spurious  signals  on  data  channels  and  con¬ 
structing  leak-proof  enclosures  for  these  oscilloscopes.  Within  this 
environment,  bringing  in  an  external  trigger,  signal  on  a  hard-wire  cable 
could  contaminate  the  enclosure  with  electromagnetic  radiation.  This 
problem  can  be  eliminated  by  using  a  fiber  optic  cable  that  teminates 
at  a  photodiode  inside  the  oscilloscope,  providing  a  light-activated, 
electrically,  isolated  trigger. 

As  an  inexpensive  modificat'idrp-to  the  oscilloscope's  external 
trigger  input,  the  conversion/only  requires  the  installation  of  a 
photodiode  mounted  inside  a  specially  designed  fixture  that  is  mounted 
as  an  assembled  unit  within  the  oscilloscope.  The  only  exposed  portion 
is  the  receptacle  for  the  fiber  optic  (light  pipe)  cable.  The  instal¬ 
led  fixture  is  shown  in  figure  1. 


Figure  1.  oscilloscope  showing  completed  modification. 


2.  ELECTRICAL  DESIGN  CONSIDERATIONS 

In  all  PIN  silicon  photodiodes,  there  is  a  capacitance  associated 
with  a  PIN  junction.  This  junction  capacitance  (CM,  combined  with  an 
external  load  resistance  (R^) ,  will  determine  the  diode's  response  time 
(RC) .  Ideally,  this  response  time  can  be  adjusted  only  by  properly  se¬ 
lecting  Rj^,  since  C.  is  limited  to  a  fixed  value  determined  by  the  bias 
voltage.  Furthermore,  a  compromise  must,  be  made  between  a  fast  re¬ 
sponse  time  (small  R^)  and  a  high  sensitivity  (large  Rt) .  Therefore, 

Rt  is  a  variable  controlling  the  diode's  response  time/sensitivity 
characteristics . 

For  this  design,  Rt  is  introduced  by  the  external  trigger  imped¬ 
ance,  which  can  either  be  high  (1  Mfl)  or  low  (50  fl)  depending  on  the 
manufacturer.  A  properly  triggered  oscilloscope  will  display  the  lead¬ 
ing  edge  of  the  waveform  and  a  portion  of  the  base  line  as  a  reference. 
To  achieve  this,  the  trigger  signal  must  be  capable  of  producing  a  cer¬ 
tain  voltage  excrusion  within  a  predetermined  time  frame  as  indicated 
in«  figure  2 . 
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Generally,  the  steepest  portion  of  the  trigger  waveform  will  provide 
the  most  stable  triggering.  The  diode's  output  can  serve  as  a  source 
for  a  trigger  signal,  since  the  risetime  (response  time)  is  actually  a 
voltage  excursion  occurring  within  the  time  frame  of  a  pulse. 

Consider  the  simplified  equivalent  circuit  for  a  photodiode  shown 
in  figure  3.  In  the  photoconductive  mode,  the  diode  acts  as  a  current 
generator  and  will  continue  to  deliver 
the  same  amount  of  signal  current  into 
any  load  from  a  constant  light  source. 

(The  signal  current  parameter  is  meas¬ 
ured  in  mA/mW  at  a  specific  wavelength 
and  is  usually  identified  as  sensitiv¬ 
ity  or  responsitivity.)  Howeverv  as 
the  incident  light  level  is  increased, 
current  increases  linearly  until  the  -Figure  3.  Equivalent  circuit 
saturation  current  limits  are  ap-  for  a  photodiode, 

proached.  The  junction  capacitance (C^) 

of  the  diode  is  voltage  dependent  and  decreases  with  increasing  bias 
voltage.  In  a  high-impedance  oscilloscope,  the  existence  of  a  large 
Rl  is  not  realized  at  high  frequencies  due  to  the  low  reactance (Xq) f 
introduced  by  Cj.  This  behavior  is  analogous  to  a  low-pass  filter. 
Since  the  signal  voltage  will  eventually  be  influenced  by  Rj,,  the  di¬ 
ode's  output  characteristics,  in  conjunction  with  Rl,  will  be  a  signal 
with  a  slow  response  (long  risetime),  as  shown  in  figure  4. 
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Figure  5.  Diode's  output  with  a  large  R^. 

itn  figure  5,  the  signal  appears  to  be  rising  rapidly  at  early 
times.  The  required  voltage  excursion  (for  oscilloscopes  with  high 
impedance,  400mV,  less  at  lower  frequencies)  can  be  obtained  from 
this  small  portion  of  the  total  signal  amplitude  without  being  seri¬ 
ously  affected  by  the  overall  slow  response  characteristics. 

The  existence  of  a  small  Rr  can  be  tolerated,  since  most  oscillo¬ 
scopes  with  a  low  trigger  input  impedance  require  a  low  trigger  signal 
level  (<40n\V,  DC  to  250MHz) . 


THE  MODIFICATION 


As  illustrated  in  figure  1,  external  hard  wire  connections  are  not 
necessary,  because  the  load  resistor,  R^,  and  bias  voltage  are  available 
internally.  The  bias  voltage  and  load  resistor  are  located  on  the  "A" 
TRIGGER  GENERATOR  circuit  board.  Rj,  is  actually  the  input  resistance, 
R615,  for  V623,  shown  in  figure  6. 
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Figure  6.  Oscilloscope  external  trigger  circuit;  modified  electrical  diagram. 
(Courtesy  of  Tektronix,  Inc.) 


The  bias  supply  voltage  for  the  photodiode  can  be  obtain? !  from 
the  distributed  power  supply  voltages  available  within  the  osc.iloscope. 
Its  magnitude  will  dictate  the  operating  parameters  (leakage  cu Trent, 
jiiiiction  capacitance,  and  the  breakdown  voltage)  of  the.  selected  diode. 
The  location  of  the  photodiode,  shown  in  figure  7,  is  iabeled  EXT  TRIG 
INPUT,  Using  the  input  impedance  as  Rjj,  the  diode  is  connected  to  the 
external  trigger  circuit  as  shown  in  figure  6  without  altering  the  nor¬ 
mal  triggering  operation  of  the  oscilloscopes.  The  diode  will  not  re¬ 
duce  the  performance  of  the  oscilloscope's  trigger  functions  (i.e., 
TRIGGER  SOURCE,  TRIGGER  COUPLING  or  TRIGGER  MODE)  and  is  decoupled  from 
the  trigger  circuits  when  external  triggering  is  not  selected. 


JLEXU 


MFORK 


SW608 


Figure  7.  Oscilloscope  external  trigger  circuit;  block  diagram  for  diode  location. 
(Courtesy  of  Tektronix,  Inc.) 
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The  diode  is  installed  In  a  special  diode  fixture  fabricated  from 
a  BMC  UG657/U  chassis-type  connector.  The  fixture  is  shown  disassembled 
in  figure  8.  The  insert  is  made  of  a  nonmetallic  material  to  isolate 
the  anode  (or  cathode)  electrically  from  ground.  Most  diodes  will  have 
the  anode  or  cathode  grounded  to  the  case.  A  common  cathode  configura¬ 
tion  (negative  bias)  can  be  used  to  provide  a  negative  trigger  signal. 

The.  insert  is  also  used  as  a  coupler  for  the  light  pipe  and  diode.  Also 
shown;  in  figure  8  is  a  locking  nut,  used  to  hold  the  diode  firmly  within 
the  fixture.  The  engineering  drawings  in  figure  9  are  examples  of  how 
the  fixture  may  be  constructed;  the  assembly  of  the  diode  fixture  is  il¬ 
lustrated  in  figures  10  and  11; 


Figure  0.  Diode  fixture  disassembled. 
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Figure  9.  Component  parts .of  diode  fixture. 
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Figure  10.  Component  alignment  for 
diode  f ixt'ure . 
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Figure  11.  Assembled  diode  fixture. 


Modification  of  the  oscilloscope  required  the  removal  of  only  one 
piece  of  hardware,  the  BNC  connector  JG01,  shown  in  figure  6*  This  con¬ 
nector  is  retained  for  later  use  to  restore  the  oscilloscope  to  its  orig 
inal  condition.  R601  (10ft)  is  disconnected  from  J601  and  reconnected  to 
the  diode's  anode.  Figure  12  shows  the  diode  fixture  installed  inside 
the  oscilloscope  without  the  locking  nut  (diode  is  visible) ;  figure  13 
with  the  locking  nut  mounted.  In  both  photographs,  the  pointer  identi¬ 
fies  the  diode  fixture  assembly. 


Figure  12.  Diode  fixture  mounted  inside 
oscilloscope  (no  locking  nut) . 


Figure  13.  Diode  fixture  mounted  inside 
oscilloscope  (with  locking  nut) . 
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,4.  CONCLUSIONS 

The  problem  pf  contamination  from  spurious  signals  that  exists 
when  triggering  an  oscilloscope  with  a  hard-wire  cable  during  EMI 
studies  can  be  eliminated  whep  a  fiber  optic  cable  is  substituted.  An 
inexpensive  modification  to  the  external  trigger  input  of  the  oscillo¬ 
scope  converts  the  input  into  a  photosensitive  input  that  will  accommo¬ 
date  the  fiber  optic  cable. 

Selection  of  a  diode  knd  bias  supply  voltage  appear  to  be  the 
dominant (criteria  affecting  the  diode’s  performance,  since  the  character¬ 
istic  effect  of  using  a  large  Rj,  does  not  degrade  the  diode's  function 
as  a  source  for  a  trigger  signal. 
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